[Recording of the surface topography of teeth and ground dental surfaces by means of a mechano-electric measuring device of high resolving capacity].
Arrangement and functioning of a measuring equipment are described by means of which it is possible to scan and record the microstructure of plane and slightly curved surfaces with a mechano-electric transformer. Accuracy, resolving power and possible errors of the method are explained.